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High pressure membranes are increasingly used for the treatment of contaminated water for various pur-
poses including irrigation and drinking water. The lack of a fast and easy to implement membrane integrity
test method with a log removal value (LRV) >3 hampers the implementation of these membranes. Current
on-line methods include conductivity, TOC (total organic carbon) and turbidity measurements and can
monitor a maximum LRV of 3. Furthermore, challenge tests using chemical or bacteriological virus surro-
gates such as bacteriophage MS2 show that RO and NF systems can reach LRVs of 6–7, but dosing of these
surrogates is not feasible and desirable in full scale drinking water plants. This study describes the identifi-
cation and use of indigenous viruses, naturally present in surface waters to monitor the integrity of RO
membranes in a pilot installation. Natural viruses were identified from fresh source water using meta-
genomics and qPCR primers developed for a selected set of viruses that were present in high numbers in
surface water. The qPCR assays were used to determine the number of gene copies of these viruses in the
feed and permeate of the pilot RO installation, and the LRV of these natural viruses was compared with the
LRV of spiked MS2 and with on-line conductivity. The concentration of the selected natural viruses in the
source water was sufficient to demonstrate a LRV of >7 and was comparable to the results of the spiked
MS2 bacteriophage. Furthermore, after inflicting damage to the membrane element by drilling small holes
of 1 and 4 mm, both MS2 and the natural viruses detected the damage to the membrane with a nearly
identical decrease of LRV, while conductivity lacked sensitivity to monitor any integrity loss. This novel
method enables monitoring of the RO membrane integrity at a high sensitivity (LRV > 7), without the addi-
tion of chemical or biological virus surrogates. Furthermore, the high concentration of viruses in source
water simplifies detection without laborious sample concentration procedures. The implementation of this
method facilitates monitoring of the integrity of RO membranes in full scale operation with a much higher
sensitivity than current methods.
1. Introduction
High pressure membranes such as nanofiltration (NF) and re-
verse osmosis (RO) membranes are increasingly applied in the
treatment of conventional and unconventional water sources
(ground water, surface water, seawater, effluent and wastewa-
ter) for the production of irrigation water, process water and
drinking water.1 These membranes are capable of removing
Environ. Sci.: Water Res. Technol., 2019, 5, 1535–1544 | 1535This journal is © The Royal Society of Chemistry 2019
a KWR Watercycle Research Institute, Groningenhaven 7, 3433 PE, Nieuwegein,
The Netherlands. E-mail: Luc.Hornstra@kwrwater.nl; Tel: +31306069628
bOasen, Nieuwe Gouwe O.Z. 3, 2801 SB, Gouda, The Netherlands
c Nova University of Lisbon – Faculty of Sciences and Technology, Monte da
Caparica, Portugal
dDelft University of Technology, Stevinweg 1, 2628 CN, Delft, The Netherlands
e King Abdullah University of Science and Technology (KAUST), Water
Desalination and Reuse Center (WDRC), Biological and Environmental Science
and Engineering Division (BESE), Thuwal 23955-6900, Saudi Arabia
f Singapore Membrane Technology Centre, Nanyang Environment and Water
Research Institute, Nanyang Technological University, Singapore 637141,
Singapore
g Particle and Interfacial Technology Group, Ghent University, Coupure Links 653,
B-9000 Ghent, Belgium
Water impact
This study describes the identification and use of new indigenous fresh water viruses, for monitoring RO membrane integrity. The performance of these
viruses is equal to that of “gold standard” MS2, for intact and compromised RO membranes, and they allow integrity verification with high sensitivity of
LRV >7. These results aid broader implementation of high pressure membranes for water treatment.
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particles (inorganics, bacteria, viruses) and dissolved com-
pounds (salts, natural organic matter, compounds of emerging
concern) very effectively. One of the key features of high pres-
sure membrane filtration is disinfection, the effective removal
of viruses and bacteria. Considering micro-organisms, viruses
are the most critical because of their small size, typically be-
tween 20 and 400 nm.2–4 High pressure membrane systems
should be capable of removing viruses completely due to size
exclusion, since the pore sizes or molecular cut-off values of
these membranes are much smaller than the dimensions of a
typical virus. However, this very effective removal makes opera-
tional monitoring of membrane integrity critically important
because minor imperfections in membrane modules may re-
sult in virus passage and a subsequent human health risk.
Membrane element systems may fail due to different mecha-
nisms, such as broken O-seals, leaking glue lines or impaired
membranes caused by oxidant damage (due to chemical
cleaning), back pressure damage from the permeate side, ex-
treme operational conditions or damage caused by abrasive
components in the feed water (particles, chemicals).5–9 As a
consequence of membrane element integrity problems, pas-
sage of even a small number of pathogenic viruses may lead to
a health risk to consumers. Unfortunately, a direct routine
measurement of pathogenic viruses in source and permeate
water is generally not feasible because of the low concentration
of pathogenic viruses in source water, which is even lower in
treated water. This would therefore require the sampling and
concentration of very large (>1000 l) water volumes in order to
detect sufficient levels of pathogenic viruses.10,11 Therefore,
membrane integrity monitoring requires a different approach,
and regulations have been established to monitor the system
integrity. For example, the USEPA membrane filtration guid-
ance manual requires membrane system verification by direct
and indirect integrity testing.12 Pressure hold and vacuum de-
cay tests are direct integrity verification methods aimed at
detecting leaks associated with membrane damage, such as
glue line failures or leaks in O-ring seals.6 These direct testing
methods require a temporary system shut-down, since these
tests are performed off-line.17 Indirect integrity testing
methods use typically on-line water quality parameters of the
permeate in relation to the feed water. Examples are intrinsic
measurements of water parameters like conductivity, total or-
ganic carbon (TOC) or turbidity. A major drawback of these
methods is that they generally demonstrate a log removal value
(LRV) of <3 and are therefore not sensitive enough to detect
small breaches in a system that allows a minimal number of vi-
ruses to pass.6,13 Instead, challenge tests are developed, using
the addition of microbial or non-microbial surrogates to the
feed water, which can result in monitoring of a high LRV of in-
tact RO systems.14,15 A good virus surrogate should be similar
in size and retention to human pathogenic viruses, detectable
with on-line methods, which are inexpensive, do not result in
membrane fouling, and are not harmful to humans.16,17 Due
to their characteristics, bacteriophages are considered appro-
priate surrogates, and bacteriophage MS2 is considered the
best surrogate and recommended by the USEPA for integrity
verification testing of RO membranes.2,18 An overview of cur-
rent and new membrane verification techniques is presented
in Fig. 1, which has been reviewed by Pype et al.4 and Frenkel
and Cohen.21 Due to the above mentioned requirements, virus
surrogates are frequently used in laboratory and pilot scale in-
stallations, but not in full scale utilities, mainly due to costs.
Notably, in The Netherlands, addition of surrogates to feed wa-
ter for the production of drinking water is not permitted by
drinking water companies. Therefore there is an urgent need
for a membrane integrity testing method that meets the follow-
ing criteria: (i) able to demonstrate significant log removal
values of at least LRV 4,13 (ii) the characteristics (particularly
Fig. 1 Methods reported in the literature for testing the membrane integrity, the LRVs that can be determined by the described method, and the
references for these methods (number between brackets).
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particle size) of the surrogate/indicator virus should be compa-
rable to those of human enteric viruses, (iii) the method must
not be expensive or time-consuming and (iv) applicable in full
scale (drinking) water treatment plants, indicating that the
marker should be indigenously present in the source water.
The introduction of rapid metagenomics techniques en-
ables the exploration of natural virus populations in surface
water samples by identifying the genomes of viruses and bac-
teriophages present in marine and fresh waters.23–26 Fresh
surface water contains an enormous variation of naturally
present virus species, and many of these are expected to be
present in very high numbers, but information about the
population composition of viruses in freshwater is scarce.27
The majority of these viruses have not been identified before,
which means that their genomic information is currently not
present in the existing genome sequence databases.28 Since
viruses are naturally present in freshwater, this offers an op-
portunity for developing novel water quality indicators for
monitoring virus removal, e.g. for membrane integrity moni-
toring. Previously, due to their presence in surface water, so-
matic coliphages and F-specific RNA bacteriophages have
been proposed and reported as suitable for surveying the per-
formance of UF membranes with LRVs of approximately 3–
4.29 Recently, pepper mild mottle virus (PMMoV), a plant
RNA virus, but present in human feces and in relatively high
concentrations in many water sources, has been evaluated as
an indicator virus for monitoring the virus removal by a water
treatment process.30,31 The high concentration of PMMoV in
river water of 3.0 × 103–1.1 × 106 gene copies per l is highly
beneficial since the collection and concentration of large wa-
ter volumes are not required.32
This study firstly describes a metagenomics approach to
identify new natural viruses (NVs) and bacteriophages pres-
ent in surface water in high concentrations, with the purpose
of using these viruses as indicators for virus removal by water
treatment processes, specifically for membrane integrity
monitoring. Secondly, after identification by metagenomics,
a subset of natural viruses is selected to develop standard
quantitative PCR (qPCR) assays to easily quantify the selected
viruses in freshwater and after subsequent water treatment
processes. The utility of the method is shown by integrity
monitoring of RO membranes with a LRV of >7, by compar-
ing novel NVs with spiking tests with bacteriophage MS2 and
determining integrity loss caused by small drill holes applied
to the membrane sheets. We show that by using NVs, it is
possible to verify the RO membrane integrity with very high
sensitivity and without the need for addition of any bacterial
or chemical virus surrogate to the source water.
2. Materials and methods
2.1 Isolation of viruses from surface water and Illumina next
generation sequencing
200 l of surface water was collected from the Lek Canal, at
Nieuwegein on May 18, 2015. Concentration of the viruses
from 200 l to approximately 0.27 l was achieved by cross-flow
ultrafiltration (Hemoflow, Fresenius HF80S polysulfon), with
a pore size of 10 nm. This was followed by sequential filtra-
tion steps using filters with pore sizes of 0.7 and 0.22 μm to
remove algae, bacteria and protozoa while passing the vi-
ruses. Further concentration was carried out by ultracentrifu-
gation for 2.5 h at 30 000 rpm to pelletize the viruses. The vi-
ruses were resuspended in 500 μl sterile water. Prior to the
isolation of DNA and RNA from the viruses, the virus suspen-
sion was treated with 2 U μl−1 DNAse (Invitrogen) at 37 °C for
45 min to remove traces of free DNA which could be present
in the water sample.
200 μl of the concentrated virus suspension was used for
the isolation of RNA and DNA using a Purelink™ Viral RNA/
DNA kit (Invitrogen). To obtain DNA and RNA virus se-
quences, DNA and RNA sequencing was performed separately
using an Illumina HiSeq 2500 system, operated by BaseClear
(Leiden, The Netherlands). Data analysis of the raw sequence
output was done by BaseClear, and consisted of quality con-
trol (based on Illumina Chastity filtering) followed by quality
assessment based on the remaining reads using the FASTQC
quality control tool version 0.10.0. Subsequently, single se-
quence reads were assembled to contigs, using the de novo
assembly option of the GLC Genomics Workbench version
8.0 program. The contigs were combined to make larger se-
quences, called scaffolds, using SSpace premium Scaffolder
Version 2.3. On the final gap-closed scaffold sequences, a
BLAST was performed with NCBI-BLAST (version 2.2.29+) in
the NCBI nt database.
2.2 Quantitative polymerase chain reaction (qPCR) assays of
the new virus sequences and enumeration of bacteriophage
MS2
Based on sequencing coverage, 4 scaffolds were selected from
DNA virus sequences which were suspected to be present at
high concentration in surface water. These sequences were
used to develop qPCR primers for the detection of these vi-
ruses in water samples. The primers for the qPCR assays are
listed in Table 1.
Samples of 500 ml of surface water for qPCR were taken
four times, and the viruses were concentrated by centrifuging
at 3000g for 10 min using a Centricon Plus-70 (Merck
UFC700018) to a volume of 300 μl. DNA was isolated using a
DNA isolation kit (PowerBiofilm TM Qiagen 24 000-50)
according to the manufacturer's protocol and eluted in 200 μl
elution buffer. Before DNA isolation, an internal standard
was added to the sample to determine the DNA isolation effi-
ciency from the water sample. For the qPCR procedure, 5 μl
of DNA, 12.5 μl of SYBR-Green mix (Biorad), and forward and
reverse primers to a final concentration of 10 μM and 6.5 μl
of water were mixed and the following PCR conditions were
applied: 3 min, 95 °C; followed by 39 cycles, 10 s, 95 °C; 45 s,
60 °C. After the PCR, a melting curve was examined to verify
whether the PCR had resulted in the amplification of a single
PCR fragment with the expected melting temperature. Nega-
tive controls (sterile ultrapure water) were included for all
Environmental Science: Water Research & Technology Paper
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selected viruses. MS2 was enumerated by culturing using the
double agar layer technique as described in ISO 10705-1.
2.3 The reverse osmosis pilot unit
At the Dutch drinking water company Oasen, a RO pilot in-
stallation was operated at the drinking water production loca-
tion Kamerik. The set-up consists of two parallel 8″ RO mem-
brane elements, and involves a temperature controlled feed
water tank with a mixer, kept at 12 °C. The unit was operated
in recirculation mode during which the concentrate and per-
meate are returned to the feed water tank. A cartridge filter
(5 μm pore) was installed to retain larger particles from the
feed water to prevent feed spacer clogging during the experi-
ment. Control devices such as flow rate meters, pressure me-
ters and conductivity meters placed in the installation pro-
vide real-time information about the operation and the status
of the installation. The unit contains two parallel pressure
vessels (8″) that each accommodate a single standard spiral
wound 8″ reverse osmosis element (ESPA2 Hydranautics Nitto
Group Company) with an active area of 40.9 m2 which can be
used independently. The RO unit was operated at a constant
permeate flux rate of 25 l m−2 h−1 at a feed flow rate of 6.8
m3 h−1 and a recovery of 15%.
2.4 Operation of the unit using challenge tests with MS2 and
natural viruses with intact and damaged membranes
Prior to the actual filtration experiment, the feed tank and
RO system were flushed with drinking water for 1–2 days at a
flow rate of 6.8 m3 h−1 and a recovery of 15%. After this pe-
riod, the feed tank was filled with surface water from the
Grecht Canal located in Kamerik and the experimental run
was started. The RO membrane was operated with a feed
pressure of 9.5 bar and the permeate conductivity was mea-
sured during the experiments. After stabilization of the setup
for 30 min, four samples were taken from the feed (after the
cartridge filter) and permeate for the NV measurements. Sub-
sequently, MS2 bacteriophages were spiked into the feed wa-
ter tank at a concentration of 2 × 107 PFU ml−1 and mixed for
15 minutes. Control samples confirmed that the background
concentration of F-specific coliphages in the Grecht Canal
was insignificant (<20 PFU ml−1) and that MS2 removal by
the cartridge filter was negligible (<0.1 LRV). Four samples
were taken 30 and 60 minutes after stabilization from the
feed and permeate for the MS2 assay. The LRV was calculated
according to the following equation:
LRV = log10[Cin/Cout]
The experiments were conducted with an intact mem-
brane, and the conductivity, the number of MS2 and the
number of NVs were determined in the feed and the perme-
ate. Subsequently the membrane was damaged using an elec-
tric drill and again these three parameters were determined.
After that, the membrane module was replaced by a new
module, and the experiment was repeated as above, but with
another type of damage. The three categories of inflicted
damage included the drilling of a hole with a diameter of 4
mm and 1 mm and four times 1 mm. The holes were drilled
with a depth of approximately 2 mm into the external shell of
the different membrane elements (Fig. 2). All experiments
with intact and damaged membranes were performed in du-
plicate with new membrane modules, called experiment 1
and experiment 2, and the second experiment was carried
out one week after the first experiment. After each run, the
system without the membrane element was disinfected with
sodium hypochlorite for a minimum of four hours. Blank
samples confirmed the complete inactivation of MS2 in the
system after disinfection.
3. Results and discussion
3.1 Identification of potential natural viruses for monitoring
of the membrane integrity
After concentration of the viruses from 200 liters of surface
water, transmission electron microscopy confirmed the pres-
ence of large numbers of viruses, while no bacteria were ob-
served in the samples (Fig. 3).
Next generation sequencing of viruses and bacteriophages
resulted in 0.6 million RNA sequence reads and 1.2 million
DNA sequence reads, leading to 5855 RNA and 7288 DNA
Table 1 The primers used for the detection of viruses in water samples
Forward primer Reverse primer Fragment length bp
NV2247 AAGCCTGAACGTGTTCCGAT CTGCCCGCAGGATTGTTAGA 104
NV2303 GCCATAATTGGCTTCAGCGG TCGCGCACTTGGTCAAAAAG 100
NV2310 GCATCTTCGTCAATGCGTCC GAGGTCGTGGTGTGGCTATC 91
NV2314 ACCAGGGGCGGTGTATATTG GACGCCGTTGAAATGTCAGG 102
Fig. 2 4 mm (left) and 1 mm (right) drilled holes to damage the
membrane module and the membrane sheets.
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scaffolds. BLAST search using these scaffolds revealed 261
similarities (4.5%) for the RNA sequences and 95 similarities
(1.3%) for DNA sequences with the BLAST nucleotide data-
base. This low number of similarities suggests that the ma-
jority of the sequences obtained are from unknown viruses
from fresh surface water and have not been identified
before.28
From the DNA scaffolds that showed similarities to the
BLAST nucleotide database, four scaffolds were selected pri-
marily based on the sequencing coverage, assuming that a vi-
rus that represents a large fraction of the population is
reflected by a high coverage in the sequencing library
(Table 2). From scaffolds representing these virus primers,
four qPCR assays were designed for quantitative detection of
these virus genomes in the water samples. The expectation is
that the selected viruses are universally present in fresh sur-
face waters, hindering a full metagenomics analysis to define
location specific NVs for each water sample of different
locations.
3.2 Detection of natural viruses in fresh surface water
First, the qPCR assays were conducted on water from the Lek
Canal which originally was collected for the isolation of the
viruses, and to determine whether the four viruses could be
detected. The developed qPCR assays quantified the four vi-
ruses in the Lek Canal water, of which natural viruses
NV2247, NV2310 and NV2314 were present at high concentra-
tions above 1.2 × 108 gene copies per l. Virus NV2303 was
present in a lower concentration of 1.1 × 105 gene copies per
l (Fig. 4A). Next, it was determined whether the selected vi-
ruses were generally present in major surface water locations,
used for the production of drinking water. 6 samples from
the river Meuse (locations in The Netherlands), 6 samples
from the river Rhine (locations in Germany and The Nether-
lands), 2 samples from the river Schelde (location in Bel-
gium) and 6 samples from the Ijssel lake were analyzed for
the number of natural viruses (Fig. 4). The four viruses were
detected in all surface water samples. Viruses NV2247 and
NV2310 were on average present in the highest concentration
of 1.8 × 108 gene copies per l and 1.0 × 108 gene copies per l,
respectively. NV2303 and NV2314, with a concentration of 2.0
× 107 gene copies per l and 3.8 × 107 gene copies per l, re-
spectively, were still present in very high concentrations, al-
though lower than the other two. For comparison, the con-
centration of PMMoV in fresh surface water has been
reported to vary between of 3.0 × 103 and 2.9 × 106 gene cop-
ies per l approximately.32–34 An expected variation in the
number of viruses exists between locations, and in time. This
is reflected by the minimum and maximum values that were
observed after examining the concentration of the four vi-
ruses in various surface waters. The concentration of NV2310
showed, with a log factor of 1.6 between the minimal and
maximal gene copy numbers per l, the smallest variation
within the various locations, while NV2303 showed a larger
variation of 4.9 log, and NV2247 and NV2314 were in between
with a log value of 2.4 and 2.8, respectively. Virus removal by
water treatment processes is assessed by comparing the num-
ber of viruses in water before treatment with the number of
viruses in the treated water. Variation of natural virus num-
bers in source water therefore does not influence the deter-
mination of the removal of viruses by water treatments, but it
is beneficial when a virus is consistently present in surface
water without considerable temporal and spatial variation.
3.3 LRV of intact RO membranes using conductivity, model
virus MS2 and naturally present viruses
Different integrity testing methods including on-line conduc-
tivity measurements, spiked bacteriophage MS2 and the in-
digenously present natural viruses were compared in a RO pi-
lot system, using feed water from the Grecht Canal. First, it
was evaluated whether NVs were present in the source water
of the Grecht Canal (Fig. 4A). Because of high abundance,
NV2247 and NV2314 were selected for evaluation of the RO
membrane system, and these NVs were present in high con-
centration. The integrity of intact RO membranes was deter-
mined in two successive experimental runs, by monitoring
the conductivity and the number of bacteriophage MS2,
NV2247 and NV2314 in the feed and the permeate stream
(Fig. 5). The conductivity in the source water was 620 μS
cm−1, and in the permeate 2.3 μS cm−1, which is the back-
ground value of the conductivity measurement, resulting in
an average LRV of 2.43 in this system. To determine the re-
moval of MS2 bacteriophage using the system, MS2 was
Fig. 3 Freshwater viruses after concentration and ultracentrifugation
of 200 l surface water.
Table 2 4 selected scaffolds representing four viruses, the observed
coverage in the sequence library and the best similarity as detected by
BLAST
Scaffold nr Average cov Homology in BLAST
2247 33 Dorcoceras hygrometricum
2303 10,9 Bacteriophage tail assembly protein-like
protein [Akkermansia sp. CAG:344]
2310 8,5 Hypothetical protein
[uncultured Mediterranean phage]
2314 27 Tail tubular protein B
[Phormidium phage Pf-WMP3]
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added to the feed water in a concentration of approx. 1.0 ×
107 pfu ml−1 in the feed, and after passage of the RO ele-
ment, MS2 was not detected in the permeate, herewith dem-
onstrating that RO membranes are capable of completely
blocking viruses. With MS2 bacteriophages, a LRV of >7 log
was demonstrated. Before dosing of MS2, the feed and per-
meate were sampled to determine the concentration of
NV2314 and NV2247 by qPCR. The concentration of NV2314
in the RO feed water was 2.3 × 107 and 3.9 × 107 gene copies
per l for experiments 1 and 2, respectively. qPCR analysis of
the RO permeate showed that NV2314 was not present in the
permeate in both experiments (Fig. 5) above the detection
limit of 25 gene copies per l. This shows that NV2314 is, simi-
lar to MS2, fully retained by the RO membrane and can be
monitored with this virus with a LRV of more than 6. The
concentration of NV2247 in the feed was 4.2 × 108 and 2.4 ×
108 gene copies per l for experiments 1 and 2, respectively,
which was present in even higher numbers in surface water
than NV2314. Also this virus was not detected in the perme-
ate, and therefore retained by the membrane, and because of
the very high concentration in the source water, a LRV of 7.1
could be demonstrated.
3.4 The use of MS2 and natural viruses NV2247 and NV2314
to monitor membrane damage
The membrane integrity of the damaged membrane inflicted
by drill holes to membrane modules was assessed by measur-
ing the conductivity and concentrations of MS2, NV2314 and
NV2247 in the feed and the permeate (Fig. 6). Due to opera-
tional limitations, one experiment was carried out per week
for each inflicted damage. For the first week, the effect of a
single 4 mm drill hole was determined, followed by 1 mm
and 4 × 1 mm drill holes. Within this time period the concen-
tration of NV2314 and NV2247 showed minor variation in the
feed water (Fig. 4A).
Fig. 6 shows the result of the membrane integrity testing
results. The damage inflicted to the membrane by the drill
holes has only a minor effect on the measured conductivity.
The conductivity in the feed water during the experiments
was on average 640 μS cm−1, and in the permeate 3.9, 3.3 and
6.9 μS cm−1 for the 4 mm, the 1 mm and the 4 × 1 mm drill
holes, respectively, The impairments result in a minimal in-
crease of the conductivity in the permeate compared to the
conductivity measurement of the intact system. The MS2
Fig. 4 Panel A: The gene copy number per l of 4 NVs in surface water from the location that was sampled for the identification of the NV (Lek
Canal, Nieuwegein) and of 2 NVs from the location that provided feed water for the RO pilot installation (river Grecht). Panel B: Box whisker plots
show the median, minimum and maximum gene copy numbers per l after examining surface water samples from various locations (n = number of
samples).
Environmental Science: Water Research & TechnologyPaper
O
pe
n 
A
cc
es
s A
rti
cl
e.
 P
ub
lis
he
d 
on
 2
2 
Ju
ly
 2
01
9.
 D
ow
nl
oa
de
d 
on
 1
0/
7/
20
19
 1
0:
39
:3
3 
A
M
. 
 
Th
is 
ar
tic
le
 is
 li
ce
ns
ed
 u
nd
er
 a
 C
re
at
iv
e 
Co
m
m
on
s A
ttr
ib
ut
io
n-
N
on
Co
m
m
er
ci
al
 3
.0
 U
np
or
te
d 
Li
ce
nc
e.
View Article Online
Environ. Sci.: Water Res. Technol., 2019, 5, 1535–1544 | 1541This journal is © The Royal Society of Chemistry 2019
Fig. 5 The removal capacity of the RO membrane installation in duplicate experiments as determined by conductivity (A), the number of spiked
bacteriophage MS2 in the feed water (B), and the gene copy numbers of NV2314 (C) and NV2247 (D) in the raw feed water (infl) and after passage
of the RO membrane (perm). The dashed line reflects the limit of detection.
Fig. 6 The result of the conductivity measurements (A), the concentration of spiked bacteriophage MS2 in the feed water (infl) and permeate (B),
and the gene copies per l of NV2314 (C) and NV2247 (D) in the feed water and permeate after breaches in the membrane system. The RO
membranes were damaged by a 4 mm hole, a 1 mm hole and 4 × 1 mm holes. The dashed line reflects the limit of detection.
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dosing experiments, however, show that this 1 mm drill hole
results in loss of virus integrity of 2.8 LRV (Fig. 6B). There-
fore, it was concluded that although conductivity can be mea-
sured on-line, it is not sensitive enough to determine a small
but significant breach of a membrane module. The inflicted
damage had a clear effect on both MS2 and NV2314 and
NV2247 removal, and these effects were more severe for the 4
mm and 4 × 1 mm holes, where obviously more viruses can
pass the membrane. The LRVs are significantly reduced by
the presence of the inflicted damage to the membrane mod-
ules (Fig. 7). Notably, both MS2 and NV2314 and NV2247 are
capable of monitoring this failure in membrane integrity,
and show a similar reduction in LRVs caused by the inflicted
damage on the membranes. Hence, these natural viruses
have the capacity to monitor the integrity of the RO mem-
branes, similar to the spiked MS2 marker. The fact that
NV2314 and NV2247 are indigenous viruses and therefore
both naturally present in the source water enables monitor-
ing of the membrane integrity in a full scale RO installation
with a LRV of >7 log units without the addition of chemical
or biological surrogates, a prerequisite of many drinking wa-
ter companies. The maximum LRV of natural viruses is deter-
mined by its concentration in the source water. The fact that
both viruses but specifically NV2247 are present in very high
numbers can facilitate the development of fast and easy
membrane monitoring, because laborious pretreatment (con-
centration) of the sample can be avoided to a large extent
due to the high concentrations. Furthermore, both viruses
are DNA viruses, in contrast to PMMoV which is a RNA virus
and therefore requires an additional cDNA synthesis step be-
fore it can be used as target for the qPCR. For DNA viruses,
this step is not required, and the DNA is directly available for
qPCR after the DNA isolation.
3.5 Natural viruses: Promising process indicators to verify
membrane integrity
The current methods for monitoring the membrane integrity
have limitations, predominantly due to the lack of sensitivity
to monitor virus passage caused by minor but significant im-
perfections of the membrane system. Current methods that
use intrinsic parameters of the source water, like conductiv-
ity, TOC or turbidity, cannot determine a LRV of >3, while in-
tact RO systems can achieve complete virus removal. Applica-
tion of RO or UF for water reuse, treating impaired water to
produce safe drinking water or water for food crop irrigation,
would benefit from integrity methods to securely maintain a
LRV of >6, particularly when membrane filtration is the only
disinfection step in the water treatment process. The use of
specific natural indigenous viruses as process indicators to
determine RO membrane integrity, as demonstrated in this
work, has two major advantages for routinely determining vi-
rus removal log credits in RO units. 1: The presence of high
numbers of NVs in source water enables the measurement of
the viruses before and after RO in sufficiently high numbers
to be able to determine a LRV of >6, and achieve this without
extensive concentration of the permeate samples. 2: No addi-
tion of chemical or biological virus surrogates to the source
water is required. This is a major advantage, as addition of
any virus surrogate or tracer material to a full scale water
treatment RO unit for drinking water production is not per-
mitted in The Netherlands. Moreover, the addition of surro-
gates or tracers is costly, can potentially result in membrane
fouling, and is required to be harmless for humans, which
limits possible solutions. Although the proposed method re-
quires grab sampling, implementation of NVs allows frequent
and inexpensive monitoring of full scale RO installations on
a routine basis within the required LRV range of 6 or more.
Obviously, the metagenomics approach as demonstrated in
this study can be used to identify new viruses different from
the ones identified in this study, to extend the set of viruses
for monitoring virus removal by water treatment processes.
Natural viruses in freshwater are a greatly unexplored
area, and are referred to as viral dark matter due to the fact
that most of the viral sequences identified by metagenomics
approaches do not align to any viral reference sequence.28
This is what we encountered in this study; only a very small
percentage of the scaffolds showed similarity to genome frag-
ments in the NCBI nucleotide libraries. Indigenous viruses
are a previously unexplored source of new indicator organ-
isms for integrity monitoring of water treatment processes.
Here, based on their natural presence in source water in high
concentrations, NV2314 and NV2247 were selected for verifi-
cation of RO membrane integrity. These or similar viruses
could serve to determine the LRV for other (physical) water
treatment processes, such as UF, but also conventional treat-
ment processes such as (slow) sand filtration, dune infiltra-
tion and riverbank filtration.
NV2314 shows homology in the nucleotide database with
tail tubular protein B from Phormidium phage Pf-WMP3,
infecting cyanobacterium Phormidium foveolarum.35
Phormidium phages belong to Podoviridae, a group of dsDNA,
tailed phages that are characterized by having a very short
non-contractile tail. NV2247 shows homology with Dorcoceras
hygrometricum, a plant species, and might therefore be a
Fig. 7 The calculated log removal values for conductivity, spiked MS2
and the naturally present NV2314 and NV2247 for intact RO
membranes and for damaged membranes that have been inflicted by
holes of 1 and 4 mm. The dashed line reflects the limit of detection.
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plant infecting virus. Homology with plant genomes can be
explained by the presence of viral sequences in plant ge-
nomes. The BLAST homology search in this study has been
performed with a section of the virus genome, and the num-
ber of virus sequences in the BLAST nucleotide database is at
this moment very limited. Therefore, future BLAST compari-
sons, when more virus sequences are expected to be present
in the database, might be more precise, with results differing
from our comparison.
The described metagenomics approach allows the detec-
tion and identification of many more indigenous viruses for
the verification of water treatment processes. Currently, the
knowledge about natural viruses is extremely limited and we
lack structural information such as size and hydrophobicity
and ecological information like host organism. It is expected
that the amount of information about natural viruses will
rapidly increase in the coming years, and the characteristics
of natural viruses will be gradually revealed. When structural
information can be derived, it will be possible to use a spe-
cific set of natural viruses for different purposes, e.g. a set of
natural viruses with different sizes for membrane characteri-
zation based on size exclusion or virus charge. Also, natural
viruses with characteristics that resemble the human patho-
genic viruses are obviously good candidates as indicators for
the removal of human pathogenic viruses. Furthermore, eco-
logical information is beneficial to understanding the back-
ground of the viruses in natural water. This helps to under-
stand whether the natural viruses are expected to be present
in all natural water systems or geographically limited to spe-
cific areas or temporally restrained to various seasons. How-
ever, the current lack of this knowledge is not an obstacle to
the implementation of natural viruses for integrity monitor-
ing of RO membranes specifically, or water purification pro-
cesses in general, as has been shown in this study.
4. Conclusions
It is possible to identify indigenous viruses from water
sources by using a metagenomics approach, with the aim of
using these viruses for the verification of virus removal by wa-
ter treatment processes.
Indigenous freshwater viruses are capable of monitoring
intact RO membrane integrity by showing a LRV of more
than 7 log units, due to their presence in high concentrations
in the source water.
The use of specific indigenous freshwater viruses enables
sensitive detection of small inflicted damage to a standard
membrane module, with similar results to “gold standard”
bacteriophage MS2 (that has to be dosed and is therefore
only usable in lab/pilot) and in contrast to conductivity that
lacks sensitivity (LRV <3) for detection of small breaches.
The use of these viruses for membrane integrity monitor-
ing does not require the addition of chemical or biological
tracers or surrogates, which greatly reduces costs and fouling
of the membranes and allows monitoring of full scale treat-
ment plants.
Natural viruses make routine monitoring of virus removal
in full scale RO operations possible, without extensive addi-
tional concentration procedures.
The use of natural viruses is not limited to RO mem-
branes, but can be implemented in many water treatment
procedures where the verification of virus removal is of cru-
cial importance.
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